The use of near infrared spectroscopy in the quality control laboratory of the pharmaceutical industry.
The suitability of NIR spectroscopy as an alternative to several compendial test methods is discussed. Using ampicillin trihydrate as an example it is demonstrated that eight quality criteria are controlled by recording the NIR spectrum of a batch sample and calculating its Conformity Index.